CALIFORNIA AIR RESOURCES BOARD

FLOW CALIBRATION REPORT

TO; ATR MONTTORING - CENTRAL LOG NUMBER o 2006 010
STEVE RIDER

FROM: ROBERT RUSSELL\ERIAN SPREADBOROUGH

Instrument
Pogliticn number
Property No.
Zerial HNo.

Previous Log No.:

Bar Code No.

CALIBRATION DATE: (01/30/2006

Program Evaluation & Standards HEPORT DATE : 01/30/2008
IDENTIFICATION

AALBORG
1
20021024 Site Nams MLD Standards Lab
20021024 Site Number 34-289
2005 081 Location 13808 T-Btreet
20021024 Sacramente, CA 55814
25,007

Elevation
Inst. Prep. Gf

AIR MONITORING - CENTRAL

CALIBREATION STANDARDS

I NUMEER

molbox

20021493

CALIBRATION RESULTS

Component FLOW
Instrument Range =20 SEEH
Initial Zerc Setting

Initial Span Setting

Final Ferc Setting

Final Span Setting

Slope 0.239
Intercept -8.504 .
Correlation Coefficient 0.59952 -
Change From Previocus Calibration (%) -1, TR2
Date Of Last Calibration 01/25/2005

Calibration Equation:

Calibration Expires: 01/30/2007

Std. FLOW = 1.065 * (Net Display) + 0.537

Comments:

CALIBRATED BY: /?a
' T

CHECKED BY:

(AuEl




CALIFORNIA AIR RESOURCES BOARD

FLOW CALIBRATION REPORT

TO: TESTING AND EVALUATIONS
STEVE RIDER

FROM: RCBERT RUSSELL\BRIAN SPREADBOROUGH

LOG NUMEER 1 2006 011

CALIBRATION DATE: (01/30/20086

Program Evaluation & Standards REPCRT DATE : 01/30/20086
IDENTIFICATION
Instrument : AALBORG MFEM 10 CCM
Bpgiticn number : I
Property No. : 20005400 Site Name : MLD Standards Lab
Serial No, : Gl19588 Site Number : 34-298
Previcus Log No.: 2004 253 Location r 1309 T-Ltreest
BEar Code No: : 20005408 Sacramente, CA B5814
Elevation v 25.00"

Inst. Prop. Of : TESTING AND EVALUATIONS BRANCH / MLD

CALTERATION STANDRRDS ID NUMBER
molbox 20021453
CALIBRATION RESULTS
Component o FLOW
Instrument Range D=10 SCEM
Initial Zeroc Setting
Initial Span Setting
Final Fero Setting
Final Span Setting
Slope 1.000
Intercept —0.162
Correlation Coefficient 0.99986
Change From Previous Calibration (%) 0.1221
Date Of:-Last Calibration 10/28/2004

Calibration Equation:

Std. FLOW = 1.000 * (Net Display) + 0.162

Comments:

CALIBRATED BY: (@
. “--_‘--'"

Calibration Expires: 01/30/2607

CHECKED BY: égjﬁr




